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PREFACE
The experiment discussed in this report was carried on
from September, 1953 to April, 1954, at the U.S. Naval Post-
graduate School, Monterey, California. The work was in par-
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suggestions made by Professor Allen 7.. Vivell, Professor C.H.
Rothauge and Professor R.C.H. V/heeler, and for the tech:,ical
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Objective: To determine the shape of a hysteresis loop
when there is simultaneously imposed on the iron alternating
magnetizing forces of various frequencies and intensities.
General Methods: Two physically and magnetically simi-
lar ring-shaped specimens having identical primary exciting
toroidal winding, pickup winding and another exciting toroi-
dal winding (called the A.C. exciting winding) were selected.
The cores of these specimens were subjected to alternating
magnetizing forces of various frequencies and intensities by
applying A.C. current to the A.C. windings which were con-
nected in opposition with respect to the primary exciting
windings and the pickup windings. Resultant hysteresis loops
were measured by ballistic means using reversal of direct cur-
rent in the primary exciting windings and galvanometer inte-
gration of the impulse voltage in the pickup winding circuit.
Mild steel solid core hysteresis loops were obtained at 1100
ampere-turns per meter and superposed alternating magnetiz-
ing forces SOO ampere-turns per meter and 1600 ampere-turns
per meter, frequencies varying from 12 to 420 c.p.s. Silicon
Steel laminated core hysteresis loops were obtained with 700
and lifOO ampere-turns per meter with alternating magnetizing
forces 70 to 1050 ampere-turns per meter, freauecies varying
from 25 to 420 c.p.s.
vi

Findings: The experimenters demonstrated conclusively
that the hysteresis loop of both solid and laminated steel
specimens is decreased in area when an alternating magnetiz-
ing force is superposed on the specimen. Furthermore, the
shape of the magnetization curve is also modified, hence the
permeability of the iron.
Vll
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d small division on grid of DuMont CROinstantaneous volts per small division on FridOi ORO
AT/m Ampere-turn per meter
Subscripts refer to:
X Any point on hysteresis loops other than maximumpoint
c Calibrating coil of standard inductor
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Although the subject of magnetic hysteresis is at least
seventy years old, recent developments in practise have made
it very much a contemporary one. To understand the operation
of magnetic amplifiers reouires the prior understanding of
hysteresis. To analyze the performance of these devices one
must first understand what factors may influence the magnetic
characteristics of the elements of the magnetic amplifier.
It was with a realization of the importance of magnetic ampli-
fiers that this investigation was begun.
Perhaps the single factor motivating the choice of a
particular study in the field of magnetic hysteresis was the
work of Boyajian and Camilli(6). In their development of the
"Orthomagnetic Current Transformer" they used a principle ac-
credited by them to Gerosa and Finzi(9). This principle was
not fully tested nor explained by Gerosa and Finzi, nor by
Boyajian and Camilli, nor by EwinF"(S), nor by any of the five
persons discussing the paper submitted by Boyajian and Camilli,
Nevertheless, as was evident ly a perusal of the paper sub-
mitted by Boyajian and Camilli, the facts seemed to be that
when an alternating magnetizing force was superposed upon a
sample of iron something happened to the hysteresis loop of
the iron seen at a lower frequency.
In a sense this thesis is an extension of the work of
Niwa and Asami(12) as discussed in Spooner( 14) . See Figures 1,
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2 and 3. Spooner has also cited Ashworth(4 ), Wright , and
Steinhaus and Gumlich as having investigated the "apparent^
reduction in hysteresis loss and the "apparent" change in
permeability when iron is subjected to a rapidly changing
magnetizing force, but, except for Ashworth, these works
were not available to these writers.
Perhaps the most comprehensive recent study of ferro-
magnetisra is that prepared by Bo2orth(5). In this text,
Bozorth (5, pp. 549-554) discusses the effect of superposing
an alternating magnetizing force on ferromagnetic materials
and reiterates Spooner* s( I4) contention that the effect is
an apparent reduction in the hysteresis loop.
It is the purpose of this thesis to investigate the
effect upon the hysteresis loops of several materials of
superposing alternating magnetizing forces. These alter-
nating forces will be varied in frequency and in intensity.
Data will also be given to show the effect upon the magne-
tization curve of applying different alternating magnetiz-
ing forces. Some of the work done in connection with a study
of dynamic effects will be presented, but due to the fact
that this phase was not thoroughly investigated, this data is




To accomplish the purpose of this thesis two ring-shaped
/ specimens were obtained. Each specimen was wound with three
windings: a D.C. excitation winding, an A.C. excitation
winding, and a detection winding. Particular pains were
taken that the two specimens were electrically and magneti-
cally matched insofar as was reasonably possible. There was
one primary reason for this: the detection device in the
pickup winding circuit should not be influenced by unwanted
voltages developed as a result of differences between speci-
mens.
Switches, resistances, meters and galvanometers were so
arranged (see Appendix C and Figure 58) that one person could
without moving from his seat:
1. Effect a galvanometer calibration by throwing a DPDT
switch to CALIBRATE, setting and recording a value of D.C,
current, throwing the REVERSING SWITCH, and recording the
galvanometer deflection. The ratio of current change to gal-
vanometer deflection was then substituted in the equation:
''B,= K(-f4<)M
Where 1^ a /> _M c A*;. Np
2. Put the iron in a cyclic state at the B-H point of
interest.

3. Change current in a double-step manner from a nega-
tive value to any desired positive value or from a positive ,
value in a single step to some other positive value.
4. Arrange for galvanometer deflection to be always in
the same direction (black half of scale was used in these
experiments) and to record deflection of glavanometer in re-
sponse to an impulse voltage.
5. Insert critical damping resistance external (CDRX)
so that galvanometer would return rapidly to zero.
6. Apply, measure, and record any value of A.C. mag-
netizing current at a given frequency.
7. Observe wave forms and estimate the magnitude of
both the exciting A.C. and the difference A.C. voltage ap-
pearing in the galvanometer circuit. This latter was done
primarily to protect the galvanometer.
Having obtained some satisfactory specimens (see Ap-
pendix A) and having organized the experimental set-up as
described above, the taking of data was begun. The proce-
dure outlined in Stout(15) was followed very closely.
First, the galvanometer was adjusted to give deflections
in the black sector, made free to swing 250 mm, and set on
zero for zero applied signal.
The iron was put in a cyclic state at zero B and H by
gradually reducing the D.C. exciting current to zero from
some high value, say, 2 amperes, while slowly operating the
REVERSING SWITCH.

The D.C. exciting current was then raised to some nega -
tive value, the iron cycled several times at this value, the
galvanometer put into the circuit, and the current reversed.
Half the resultant galvanometer deflection, converted into
webers per square meters, and plotted against the magnitude
of the current, converted into ampere-turns per meter, es-
tablished a point on the magnetization curve. When speci-
mens were connected with windings in series the same proce-
dure was used with the exception that now one-auarter of the
galvanometer deflection corresponded to the flux density
existing in one core.
To determine the static hysteresis loop required two
distinct steps, one step for each of two portions of the
loop. The method used was capable only of establishing that
portion of the hysteresis loop lying in the positive H half-
plane; that is, in the right half-plane. The portion of the
static loop lying in the left half-plane was plotted by sym-
metry. The full hysteresis loop was plotted for the sake of
clarity and emphasis and with some slight sacrifice of ex-
perimental veracity.
The "upper curve" of the positive portion of the loop
was determined as follows:
1. The iron was brought to a starting point
-V H, -V-B,
as determined both by ammeter reading and by galvanometer de-
flection occurring when the current was reversed.
2. The iron was then cycled several times by means of
the REVERSING SWITCH.

3. With REVERSING SWITCH in -h H position and R2 pre-
viously adjusted to give some smaller value of positive cur-
rent the galvanometer was connected in the galvanometer cir-
cuit.
if. The resultant step decrease of exciting current
caused an impulse to appear in the galvanometer circuit and
deflected the galvanometer proportionally. In every case
the GALVANOMETER REVERSING SWITCH was so arranged as to give
deflections only into the black scale. The change of flux
density was negative, and represented a decrease from the
flux density existing at -i- HI, -f-Bl. The new point, Hx
and Bx is thus established as that magnetizing force corres-
ponding to the new value of current and that flux density
corresponding to Bl less the change of flux density as read
by the galvanometer.
5. R2 was then adjusted for a new value of end current,
the BYPASS SWITCH closed, the H-Hl,
-f Bl point checked by
reading the galvanometer and ammeter, the iron cycled at
-h HI,
-f- Bl, and finally, the BYPASS SWITCH opened to ob-
tain a new point as previously described, .
To obtain data for the lower portion of the positive
half of the hysteresis loop it was necessary to follow a
somewhat different procedure:
1. The iron was cycled and left at a point -HI, -Bl,
which, in magnitude of current and galvanometer deflection,
was exactly the same as -+-H1, -\-Bl but had current passing
through the exciting winding in the opposite direction. Rl

was left at the same value as for the point -f-Hl, 4- Bl,
but after cycling the iron the REVERSING SWITCH was left in
the -H position.
2. The BYPASS SWITCH was then opened, introducing R2
,
but this, of course, had no effect on the current flow while
the REVERSING SWITCH was in the -H Position. The galvano-
meter was then connected into the galvanometer circuit.
. 3. REVERSING SWITCH was then reversed to the -h H po-
sition. The current almost instantaneously changed from
minus I to zero, then from zero to plus I. The value of
plus I was dependent upon the pre-set value of R2. A flux
density change occurs which is a positive change represent-
ing the difference between -Bl and the new value of flux
density in the iron corresponding to plus I. Thus, as before,
the change in flux density is algebraically subtracted from
-Bl and this difference plotted against the new value of H.
Since R2 can be varied from zero to 700 ohms, then made in-
finite by disconnecting a lead, essentially all points on
this section of the hysteresis loop can be r ead or extra-
polated.
The procedure for taking points when an A.C. was super-
posed on the cores was the same as above. The alternating
magnetizing force was applied while the iron was at the point
corresponding to HI. It was noted that due to change in in-
ductive impedance at the new point the value of the A.C. mag-
netizing current would change, but for consistency the value
g

used was always that corresponding to HI.
The magnitude of A.C. magnetizing force superposed was
determined primarily as a peak-to-peak value as seen on a
CRO. A standard resistance of 0.100 ohm in series with the
A.C. exciting winding supplied the voltage signal to the CRO.
Since, at the point HI, Bl the magnetizing current was es-
sentially a sine wave (see Figure 4), an A.C. ammeter was
also placed in series with this winding to read the RMS value
of current.










The results of this investigation are presented in this
chapter in the form of magnetization curves and hysteresis
loops plotted from the laboratory data. The results are di-
vided into two major section - one for each magnetic material
studied. The first section deals with the solid core samples,
C and D, of annealed low carbonated; the second section with
the laminated core samples, E and F, of silicon s teel. The
specimens used in the tests are described in detail in Ap-
pendix A.
The first section dealing with the solid core samples,
consists of Figures 5 through 15. Figure 5 shows the indi-
vidual normal magnetization curves of samples C and D using
6000 ampere-turns per meter maximum D.C. magnetizing force.
Figure 5 serves to identify the magnetic properties of the
individual samples used and illustrate the slight mismatch
of the cores. The combined normal magnetization curve for
samples C and D in series, using 1150 ampere-turns per meter *
maximum D.C. magnetizing force is shown in Figure 6. This
is an average characteristic of the material used.
All of the hysteresis loops for the solid core samples
C and D are obtained using a maximum D.C. magnetizing force
of 1150 ampere-turns per meter which, as shown in Figure 6,
is beyond the saturation point for this material. The indi-
vidual magnetization curves of specimens C and D are shown in
11

Figures 7 and S, The fundamental or reference hysteresis
loop, Figure 9, is obtained with the two cores combined in
series. Subsequent hysteresis loops in this section should
be referred to Figure 9.
Figures 10 through 14 form a series showing the effect
of superposing an alternating magnetizing force of a con-
stant maximum value of 8lO ampere-turns per meter but of vari-
ous frequencies. /Freouencies of 12, 60, 180 300 and 420
c.p.s. are shown successively. This series of hysteresis
loops shows that the area of the hysteresis loop is decreased
by the superposed A.C. magnetizing force but that this re-
duction in area decreases as the frequency of the superposed
A.C. is increased. Figures 14 and 15, show the effect of
changing the maximum value of the superposed A.C. at one fre-
Quency, 420 c.p.s. Figure 14 was plotted with a maximum mag-
netizing force of oiO ampere-turns per meter, while Figure
15 was plotted with a maximum magnetizing force of 1620 am-
pere-turns per meter. It is seen by this comparison that in-
creasing the A.C. magnetizing force decreases the area of
the hysteresis loop.
Comparing the point of maximum flux density in Figure 9
with those of Figures 10 through 14 it can be observed that
the maximum flux density is increased by superposing an A.C.
magnetizing force. However, this increase seems to be inde-
pendent of both frequency and magnitude of the superposed
A.C. in the ranges reported.
12

The second section of these results deals with the ef-
fect of a superposed A.C. magnetization force upon specimens
E and F, the laminated core specimens. Figure 16* is an aver-
aged or combined magnetization curve taken with the two speci-
mens connected in series. Figure 18 is the combined hystere-
sis loop of the two specimens with no superposed A.C. excita-
tion. These two figures are the ones which should be used for
reference. Individual magnetization and hysteresis curves
were not taken because Figures 5 through 9 for specimens C
and D indicated that this would be superficial. The two speci-
mens were selected and compared for similar magnetic proper-
ties as discussed in Appendix A.
Figure 17 is a study of the effect of a superposed mag-
netizing force of various amplitudes at a freauency of 180
c.p.s. upon the D.C. normal magnetization curve. It consists
of five curves - the D.C. magnetization curve as obtained in
Figure 16 and the magnetization curve as modified by a ISO
c.p.s. magnetizing force of 70, 175, 350 and 700 maximum am-
pere-turns per meter superposed. From this figure it is seen
that the permeability is first increased and then decreased
as the magnitude of the superposed magnetizing force is in-
creased. Also the initial bend in the normal magnetization
curve is apparently removed when the alternating magnetizing
force is impressed. Within the magnitudes of magnetizing
force used the highest point of induction is not decreased.
* The B scale of Figures 16-43 should be multiplied by 0.852 to
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The remaining hysteresis loops, except Figures 41 through
43, to allow comparison with Figure 18, use the same D.C.
maximum magnetizing force of 700 ampere-turns per meter.
They are arranged in order of increasing A.C. frequencies of
28, 120, 180, 300 and 420 c.p.s. and magnitudes of 70, 175,
350, 700 and IO5O ampere-turns per meter.
Within this series of figures a number of comparisons
may be made. First considering Figures 18, 19, 20, 21, 22
and 23 which is a study at 28 c.p.s. using various magnitudes
of A.C. magnetizing force, it is clearly seen that the area
of the hysteresis loop decreases as the magnitude of the su-
perposed field increases.
In this series it is also clear that the point of maxi-
mum induction is markedly increased when an A.C. magnetizing
force is superposed. However, when figures 19 through 23 are
compared with each other it is observed that the point of
maximum induction does not change which means that the change
in maximum induction is apparently independent of the magni-
tude of the superposed A.C. magnetizing force.
Also, if Figures 19 through 23 are compared with Figures
24 through 39, it is observed that the change in the point
of maximum induction is independent of the freauency of the
superposed A.C. magnetizing force.
Considering again the series of Figures 18 through 23,
it is observed that the slope of the hysteresis loop is sub-
stantially increased when a superposed A.C. magnetizing force
25

is impressed. It is also seen that the slope slightly de-
creases as the magnitude of the superposed field is increased.
This is also observed in the series of Figures 27 through 32
where the frequency is 420 c.p.s. If it may be allowed that
the slope of the hysteresis loop is an indication of the ap-
parent permeability, from the above it may be inferred that
the permeability first increases and then decreases as the
magnitude of the superposed field is increased.
Next, to observe the effect of a variation of the fre-
quency of the superposed field, Figures 22, 25, 26, 31, 34
and 39 may be compared. These figures form a series of hys-
teresis loops with a constant maximum magnitude magnetiz^'ng
force of various frequencies superposed. The freauencies
used were 2S , 60, 120, 180, 300 and 420 at a maximum magni-
tude of 700 ampere-turns per meter. There is no consistent
detectable change in the hysteresis loops as the frequency
changes.
By comparing Figure IS with Figures 19 through 40 it is
seen that the residual magnetism and the coercive force de-
crease as the magnitude of the superposed field increases.
When a series of hysteresis loops where the frequency alone
changes, is studied, such as the series of Figures 19, 24,
27, 33 and 35, it is observed that the change in the residual
magnetism and coercive force is independent of the frequency
of the superposed field.
26
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Figures 41 through 43 form a separate limited study
with a higher D.C. magnetizing force of 1400 ampere-turns
per meter. Figure 41 is a D.C. hysteresis loop with no A.C,
field superposed. Figures 42 and 43 show the effect of vary-
ing the frequency of the superposed magnetizing force at a
constant maximum magnitude of 700 ampere-turns per meter.
The results obtained from this study are in agreement with
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The experimental work accomplished in this investiga-
tion was of an exploratory nature. It encompassed a study
of the effect of a superposed alternating magnetiz'ng field
upon the hysteresis loop of magnetic materials. Two materi-
als representative of modern commercial products were chosen
to obtain these data. One core material was selected in the
solid form; the other in a laminated form. (See Appendix A).
Results were obtained for a range of values of amplitude and
bias of varying alternating frequencies. Magnetization
curves of samples were obtained for identification and match-
ing of cores. A brief study of the effect of superposed al-
ternating magnetizing field on the normal magnetization
curves was undertaken at one frequency.
From the results of the investigation it was conclu-
sively shown that the area of the D.C. hysteresis as obtained
by ballistic methods decreases as the magnitude of the super-
posed alternating magnetizing field was increased. This was
true for every freauency of superposed alternatng magnetiz-
ing force tested. This is in agreement with the previous
work by Fenzi and others. In accordance with the theory of-
fered by Spooner the decrease in area of the hysteresis was
not an indication that the actual hysteresis loss is decreased.
The hysteresis loss of the magnetic material was only appar-
ently decreased and may possibly be increased. This was not
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verified in this investigation.
In the case of the laminated samples it was shown that,
within the experimental accuracy of the work undertaken, the
decrease in the area of the hysteresis loop was independent
of the frequency of the superposed magnetizing force. For
the tests on the solid cores the area was reduced inversely
as the frequency of the superposed magnetizing field. The
variation of the area with frequency in the tests using
solid cores was probably due to the effect of eddy current
shielding at the higher frequencies. This was substantiated
somewhat by the fact that with the laminated cores the de-
crease in area was apparently independent of the frequency
of the superposed bias.
The data obtained indicated that the point of maximum
induction was markedly increased when an alternating bias
was applied to the hysteresis loop. This increase in the
induct on of the core material was independent of both mag-
nitude and frequency of the superposed magnetizinp field for
the solid and liminated cores, ^'he increase in the point of
maximum induction was much greater for the laminated cores.
Considering a series of tests at any frequency the data
obtained for the laminated cores show that the slope of the
hysteresis loops in the portions before and at the knee of
the curve decreased as the magnitude of the superposed mag-
netizing force was increased. Considering the series of
tests at a constant magnitude of superposed magnetizing force
57
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of 700 ampere-turns per meter, there appears to be no change
of the change of the slope of the hysteresis curves with a
variation of the frequency of the bias.
In the study of the effect of varying the magnitude of
an alternating superposed magnetizing force of ISO cycles
per second upon the normal magnetization curve it was found
that the initial permeability was first increased and then
decreased as the magnitude of the bias was increased. The
initial "bend*^ in the magnetization curve was removed. This
was in agreement with previous work by Spooner(14) and
others using a superposed magnetization force of 60 cycles
per second. A marked decrease in permeability and induction
was not obtained as was to be expected in light of the work
of previous investigators at other frequencies. However, if
higher value of superposed magnetizing force were used pos-
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' DESCRIPTION OF SPECIMENS
In order to serve the purposes of this thesis the cores
were to have identical electrical and magnetic characteris-
tics. Hence several requirements had to be met by the two
specimens:
1. Matched dimensionally.
2. Having same number of turns in primary, secondary,
tertiary and additional windinf^s.
3. Exciting winding should be capable of carrying up
to 15 amperes of current.
4. Metallurgical composition and history to be the same
5. Capable of approximating an infinite solenoid ex-
cited by a sheet of current.
6. Having magnetic characteristics generally -indepen-
dent of eddy current effects at frequencies up to
420 c.p.s.
7. Having magnetic characteristics generally indepen-
dent of moderate temperature variations. \
8. Be essentially free of capacitive coupling at fre-
auencies up to 420 c.p.s,
9. Leakage flux to be negligible.
Although Camilli' and Hoyajian{ 6) believed that "reasona-
ble care" in the selection and winding would insure experi-
menters of having matched specimens it was found that this
task exceeded the capabilities of these experimenters and the
facilities of this school. Not knowing what to expect from
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failure to meet one or mere of the rec-uireraents listed above
the experimenters started with two mild steel solid specimens
having specifications shown in Figure 44.
A B
Mean diameter: 4.406 in, 4.379 ii"
.
Radial width: 1.19 in. 1.215 in.
Section: .903 in.^ .932 in.^
Primary: 130 turns no. 17 wire
Secondary: 10 turns no. 17 wire
Figure 44. Specifications of Specimens A and B.
However, a cursory comparison of the magnetic properties of
these cores (See Figure 4^ showed that at the knee of the
B-H curve the cores differed in flux by about 4^ as measured
by galvanometer. While this was a small difference it was
decided to improve the specimens by giving the cores an anneal-
ing, cutting the cores on a lathe to more exact dimensions and
rewinding the cores in an attempt to increase the number of
turns-per-inch circumference.
The cores were each annealed by heating to 1550^ F, hold-
ing at temperature for two hours, then furnace cooled in an
air atmosphere. No packing was used to prevent scale forma-
tion.
The cores were relabeled C and D then cut on a lathe by
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Core C Core D
Mean Diameter 4.40^ in. or 4.409 in. or
.1119 meters ,1118 meters
Radial Width 1.149 in. 1.148 in.
Section .809 so. in. or .809 so. in. or
5.21x10-4 so. meters 5.21x12-4 sq. meters
Thickness .705 in. .705 in.
Outer Diameter 5.557 in. 5.557 in.
Inner Diameter 3.259 in. 3.261 in.
Figure 46. Specifications of Specimens C and D.
'A microscopic examination of the cores indicated the ma-
terial to be a low carbon or mild steel.
The cores were weighed with the results shown in Figure
47.
Core C Core D
Weight 1436.2 grams 1435.7 grams
Volume 11.41 in. (187 cm) 11. 41 in. ( I87 cm)
Specific Weight 7.68 g/cm 7.68 g/cm
Figure 47. Further Description of Cores C and D.
Rockwell B hardness was determined with the following
results:
Core Core D
Hardness Rockwell B 52,5 3.5 Rockwell B 51 1
These hardness variations indicated a variation in material.
This was verified by the relative difficulty of cutting the
material and by the appearance of the surface.
The cores were wrapped with a double layer of linen tape
then a winding of 200 turns no. 17 varnish-insulated copper
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wire. Another layer of linen tape was applied, then a 180
turn winding of no. 17 wire. Then 10 turns of varnish-insu-
lated no. 2$ copper wire was wound between the turns of the
l80-turn winding, ^'his winding extended for about half an
inch circumference. Finally the specimens were wrapped with
another layer of linen tape. Both cores were wound iden-
tically.
One major effect of electrical and magnetic mismatch of
specimens is the appearance of an alternating voltage in the
galvanometer circuit when alternating voltage is applied to
either exciting windings, even though the A.C. windings are
connected opposing and the pickup windings connected aiding.
Hence the two cores C and D were compared on this basis. The
results measured with a 60 cycle voltage applied to the 180
turn windings connected in opposition with respect to the 200
turn windings and the pickup windings are shown in Figure 4^.
1^0 turn 200 turn 10 turn
Volts Volts Volts Volt s Volts 1i/olts
RMS PK to PK RMS PK to PK RMS PK to PK
14.8 42 .14 .52 .00$ .04
9.0 26 .09 .008
6.0 17 .05 .20 .003 .02
For a single specimen
C 7.6 22 6.9 20 .38 1.0
D 7.6 22 6.9 20 .38 1.0
Figure 48. Electrical Characteristics of Specimens C and D
64

It was not expected that the A.C. voltage applied to the
200-turn windings would exceed 10 volts RMS and that the mil-
liwatts (less than 10) appearing in the galvanometer circuit
would affect the galvanometer. The power generated in the
galvanometer coil should be less than .045 microwatts. Also
the l,*b jUaffif k,'Z, current should not change the characteris-
tics of the galvanometer. That these conclusions were per-
haps not valid was indicated, when, on the first attempt to
make measurements of the effect of a superposed 60 c.p.s. MMF
on the static hysteresis loop, the galvanometer suspension
was broken, possibly due to a burning.
Several attempts were then made to reduce the A.C. volt-
age in the galvanometer circuit by use of a band rejection
filter, a capacitance shunt, and a balancing resistor on one
of the A.C. exciting windings. For various reasons none of
these were acceptable.
These difficulties indicated that even more carefully
balanced specimens would have to be obtained.
The first several sets of readings were somewhat disap-
pointing in that they showed very little effect on the static
hysteresis loop of superposing an alternating MMF. A more
careful analysis of the possible reasons brought out that eddy
currents generated near the surface of the solid core by the
alternating MMF might possibly shield the iron from the ef-
fect of the alternatinf MMF. See Spooner( 14,d.9^) . That eddy
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current effect was appreciable was determined by examining
the dynamic hysteresis loop on a GRO and comparing it with
the static loop. Although the GRO presentation was only
roughly the true dynamic loop it was obvious to the experi-
menters that eddy currents were effecting considerably the
experimental results.
The unanticipated adverse effects of magnetic dissimi-
larity of the cores and eddy current effects in the solid
cores together with the desire to improve the mean diameter
to radial width ratio persuaded the experimenters to procure
new specimens.
An order was placed with TICE ELECTRIC COMPANY in Mon-
terey, California for 3OO laminations stamped from hot-rolled
grain oriented I4 mil kfo silicon steel insulated sheets (Al-
legheny Ludlum Steel Corporation Transformer C type C-1 des-
cribed in Allegheny Ludlum Technical Bulletin EM21). The
dimensions to one-one hundredth were:
Outer Diameter 5.00 in.
Inner Diameter 4.25 in.
A total of five cores were prepared by selecting 2? lami-
nations having a good coating of insulation, stacking them so
that grain orientation was in the same direction for each
lamination and wrapping hand-tight with a double layer of
linen tape. Three pickup windings were wound on two of the
cores. One 20-turn winding and one 30-turn winding each with
varnish-insulated no. 25 copper wire were wound next to the
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core. The 75-turn pickup winding using the same no. 25 wire
was wound outside the linen tape protecting the outer excit-
ing winding. The d.c. exciting winding consisted of 260 turns
of varnish insulated no. 17 copper wire wound over the pickup
windings. A single layer of linen tape protected these wind-
ings, then the a.c. exciting winding consisting of 260 turns
of varnish insulated no. 1? copper wire. Another layer of
linen tape protected this winding. On two specimens another
pickup winding consisting of 75 turns of varnish insulated
no. 25 copper wire was wound outside this layer of linen tape.
This winding was applied after tests described below and be-
cause data taken with the galvanometer indicated more turns
would be needed in the pickup winding.
In order to determine which combination of the four lami-
nated cores would be most nearly balanced magnetically the
method described by Siskind( 13 ) , was used. The circuit used
is shown in Figure 49. For each combination an ^.0 amperes
(RMS) 60 c.p.s. sine wave current was applied to the inner
260-turn winding. The 20-turn pickup windin^-s were connected
opposing with respect to the exciting winding and by means of
a scale-calibrated CRO a Lissajous figure of "difference"
voltage versus primary current (measured as voltage across a
0.5 ohm resistance) was presented. A VTVM was used to simul-
taneously measure the RMS lalue of voltage appearing across





























Cores PEAK Value RiMS Value
1 and 2* ' .35 v .013 v
1 and 3 .72 v
1 and 4 1.03 v .015 v
2 and 3 .23 v .22 v
2 and 4 .96 v .OlS v
3 and 4 .93 v .025 v
Figure 50. Comparison of Laminated Cores.
Using this test as a guide Cores 1 and 2 were selected
and lettered Specimens E and F.
All static hysteresis loops were measured us^'ng the inner
260-turn winding as a D.C. exciting winding connected in ser-
ies aiding for the two cores; the outer 260-turn winding as
A.C. exciting winding connected in series opposition; and the
outer 75-turn winding as a pickup or galvanometer winding con-
nected in series aiding. Dynamic measurements were made us-
ing the inner 20-turn windings and the inner 260-turn wind-
ings. The 30-turn windings on these specimens were not used.
A summary description of these specimens is as follows;
GORE DESCRIPTION
Material: American Iron and Steel Institute designation M-19.
Diameters: Inner 4.25 in; Outer 5.00 in.
Thickness: .014 in. (29 gauge)
Insulation: Organic-annealed coating.
Iron energy loss: At 60 c.d.s, and 10 ki'logauss: .^2 watts/
lb. and 15 kilogauss: 1.^5 watts/lb.







Heat Treatment: Hot-rolled sheet worked by punching.
Maximum permeability: ^,000 at 6 kilogauss.
"Guaranteed" Flux Density at 10 oersteds: 12.7 to 13.3 kilo-
gauss.
Measured Flux Density at 10 oersteds: 12 kilogauss.
Number of Laminations per Core: 27.
WINDINGS, INNER TO CUTER
1. Double layer linen insulating tape.
2.Sc. 20 turns insulating varnish coated no. 25 copper wire
3.
and 30 turns insulating varnish coated no. 25 copper
wire.
4. 260 turns insulating varnish coated no. 17 copper wire.
5. Single layer linen insulating tape.
6. 260 turns insulating varnish coated no. 17 corper wire.
7. Single layer linen insulating tape.
6. 75 turns insulating varnish coated no. 17 copper wire.
9. Single layer linen tape over the 75 turn winding,
CALCULATED VALUES
Mean Diameter: 4.625 in.
Mean Diameter/Radial Width: 12.33 in.
Mean Magnetic Length: 14.51 in. or O.369O meters.
Correction Factor for Toroid:
^o/\ I.CO3 Spooner(14, p. 295)
Section: O.I4IS so. in. or 0.913 x 10"^ sq.
meter
Exciting Winding Turn Density: 704 turns/meter
Pickup Winding Turns-Area Product: .OO685 turns-sq. meter.
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For further investigations even better specimens should
be obtained. For example, factory prepared spiral-wound of
^ inch by two mil ( .002 inch) moderate core loss steel in a
ring about five inches in diameter and i x i section would
be good cores. Several, perhaps five, of these should be





The galvanometer used in this study was a Leeds & North-
rup DC Moving Coil Ballistic Galvanometer: List No. 2239-d,
Flux-linkage Sensitivity 5.5 ram/weber; Period 19.6 second;
CDRX 12,000 ohms; relative damping on open circuit ,0309;
relative damping with critical resistance 0.2S6; and inter-
nal (coil) resistance 2200 ohms. All constants were mea-
sured as described below.
The flux sensitivity was measured using a Standard Mu-
tual Inductance described in detail in Figure 53. The se-
condary of the mutual inductance remained an integral part
of the galvanometer circuit throughout the data-taking. On
one occasion the suspension of the galvanometer was broken or
burned out, possibly due to an overload of a.c. induced from
the tertiary winding of the specimen. After Dr. C.H, Roth-
auge replaced this suspension, the galvanometer was recali-
brated and this calibration periodically rechecked during
the data-taking. The description herein is that of the gal-
vanometer with replaced suspension. To facilitate periodic
recalibration flux sensitivity was expressed as a ratio of
primary current to millimeters deflection, these items being
easily read. The effect of errors in the D.C. ammeter were
reduced by using the same ammeter for calibrating the gal-
vanometer and measuring the MMF aoplied to the specimen.
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15.1 TURNS IN OR 594 J^RNS
METER Figure 53
COMPUTED VALUES
Primary: H center r ./* TT n lamp = '^ • ^"^ ^^ ^amp Gilberts/cm
B center =: 7.47 x I^^^ x iQ-^ Webers/ m^
Area of Cross Section
Inside (Secondary) Coil A = B.03 Tf x IQ-^ m^
Outside (Primary) Coil A= 8.79 IT x 10"^ m^
Moveable Exploring Coil A = 4.77 TT x 10"^ m^
ELECTRICAL MEASUREMENTS
P Primary R - .88 ohms L = 1.08 mh
S^ Inside Std. R= 9.94 " L = .57 nh




M = .19 mh
M = .11 mh
max





3.563 tr X 10~5
at center
BALLISTIC GALVANOM.ETER DETERMINATIONS List No. L^N P239-D




The period of the galvanometer was measured by deflect-
ing the galvanometer with a small step-function D.C. current,
opening the circuit and noting the times at maximum deflection.
The CDRX was approximated by using a Decade Resistance
Box ^ype 1432-1 No. 2992. Starting at 20, COO ohms succes-
sively smaller resistances were used until some value was ob-
tained with which there was no detectable overshoot as the
galvanometer returned to zero.
Relative damping was computed from
©a. TT if,
and
R. = Rk i-Rc + f^^
This procedure was taken from Harris(10, pp. 62-64).
The importance of high relative damping for making flux
measurements is discussed by Harris( 10,pp. 312-319). In par-
ticular, his equation for flux sensitivity:
^\' fedt \lj To Re i-?^« ^^
tends to s'^ow that as relative damping increases so also
does flux sensitivity. In this equation:
Q is galvanometer deflection.
is relative damping, relative to critical damping,
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1-^ ) is current sensitivity of the galvanometer, acting
under the influence of a constant current Ig.
\^ is open circuit or free period.
Re is the circuit resistance at critical damping (CDRX).
Oo is open circuit relative damping, relative to criti-
cal damping.
Measurements were taken to determine flux sensitivity and the
results are indicated below,
Ig of .1715 milliamps gave a steady state deflection of
66. J? miTi. Tq was determined to be 19.5^ sec. R^ (CDRX) was
measured as 12,000. Open circuit relative damping was cal-
culated to be .0309 and the actual relative damping with a
circuit resistance of 2200 ohms was calculated to be 4.5.
These figures give
That this is the maximum which can be obtained without intro-
ducing a shunt resistor at the galvanometer terminals is
readily apparent when it is observed that the external resis-
tance for the galvanometer consisted of the ohraic resistance
of the specimen secondaries, the lead resistance, and the re-
sistance of the Standard Mutual Inductor secondary (Q.94 ohms).
This total resistance in series was roughly 15 ohms.
Referring to Figure 4, page 313, of Harris(lO), it is
seen that the relative flux sensitivity, actual to maximum,
for the above values was about 94^. Since the addition of a
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low resistance shunt to improve flux-linkage sensitivity by-
increasing relative damping could not improve the sensitivity
appreciably but would decrease the deflection for a given im-
pulse, no shunt was used.
The discussion above is based on the assumption that a
simple instantaneous impulse was used. Actually, as may be
seen by reference to Figures !;4, 55 and 56, a double pulse
was used. The two pulses were separated by as much as 15
milliseconds. In some cases the duration of the pulse was
about 30 milliseconds. Figures 54, 55 ^nd 56 are typical
pulses. The double-pulse results when the exciting current
is changed from — 1 to then from to+1 in one throw of
a DPDT switch.
That this double pulse is practically equivalent to a
single instantaneous pulse when used with this galvanometer
is evident from a study of Harris(10, pp. 321-326). The
double impulse was considerably less than the time required
for the galvanometer to reach maximum deflection (about one
second)
.
In addition to increasing flux-linkage sensitivity the
over-damping permitted faster readings due to the rapid de-
flection of the galvanometer. At the top of the swing the
galvanometer tended also to "hold" which permitted somewhat
more accurate readings. The elimination of shunt and series
control resistances permitted a considerable reduction of
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The calibration of the galvanometer was effected as
analyzed below:
^
provided the duration of e is less than the time reouired for
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Photographs of the layouts used are Figures 5^, 59 and
60. Figure 5^ shows the D.C. layout for taking data for
hysteresis loops as seen from the operator's position. Un-
der the table is shown part of one of the generators of the
Harmonic Generator set, a General Electric Company set num-
ber 63, driven by a variable speed D.C. motor and having six
generators: a 5KVA fundamental, a 2KVA 2nd harmonic, a 2KVA
3rd harmonic, a IKVA 5th harmonic, and a IKVA 7th harmonic.
On the near left table is shown one of the General Radio
V20 HM 23OV, S amp, Variacs used to control A.C. exciting
current. The standard resistance of ,100 ohm and the DuMont
Type 3O4H CRO with a DuMont Type 26/f-B Voltage Calibrator are
not sMown. These were used to measure maximum values of A.C.
exciting current from which was calculated the maximum ap-
plied alternating magnetizing force. On the center table
is shown a Weston A.C. ammeter for monitoring A.C. current
in the position normally used. The center board on which
are mounted the switches and junctions required for control
of the D.C. exciting current was constructed by C.2. Baker,
EM2, USN, and E.T. Kozol, IC3, USN, in accordance with a
sketch prepared by the authors. On the right near edge is
the Weston Model 45 2-ampere D.C. ammeter, serial 24667, used
to measure values of D.C. magnetizing current. Other D.C.
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were a 1-ampere meter, serial 30016, and a 5-ampere meter
(for calibration purposes), serial 2955^. The very back of
this table holds the Calibrat-ion Mutual Inductor described
in Appendix B, Figure 53 • The two white rings seen are
specimens C and D. The table in the background holds one
Tektronix CRO's used and one of the VTVM^ s used to check the
galvanometer circuit for an excess of A.G. voltage, as dis-
cussed in Appendix B. On the right and on a separate table
to avoid the vibration experienced on the center table and
to avoid the possibility of error by stray flux sets the Leed
& Northrup Type 2239-D galvanometer. On the galvanometer
stand is the General Radio Company. Decade Resistor Type
1432-L, Serial 2992, set at 12,000 ohms and used as a CDRX
for the galvanometer. Not clearly shown but setting between
the D.C. ammeter and the right-hand specimen are the two L&N
copper contact DPDT switches used in the galvanometer circuit.
Mounted on the front of the center table are the two pairs of
resistors, the right pair being Rl and the left pair being R2,
used in the D.C. excitng current circuit. The two slide-wire
resistance shown mounted vertically at the left leg of this
table were used when larger values of current were required
for calibration. Two items shown but not used are the Hew-
lett-Packard Function Generator to the right of the galvano-
meter and the General Electric Amplidyne Generator on the
floor to the right.
Figure 59 shows the layout used for making dynamic mea-
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Westinghouse Electric Company Signal Corps type TR 6 B 3-KVA
60 c.p.s. Isolation Transformer used to supply the five-out-
let panel attached to the table. This panel then supplied
all the equipment shown, except the D.C. Power Packs, and per-
mitted grounding all equipment to a common ground. The grey
box on the floor next to the Isolation Transformer is a Soren-
sen Regulator Model 1000, Serial 451, used to supply power to
the two DuMont Type 30ZfH CRO's shown on the table. This Regu-
lator served to reduce the drift of the trace caused by fluc-
tuations of CRO supply voltage. On the floor to the left of
the Regulator is seen the elements of the series-resonant
circuit used to obtain sine wave exciting current to excite
the specimens for various tests. It consists of a bank of
Westinghouse Inerteen Capacitors, Style 14910S0C, 3 phase, 2-
KVAR, 60 c.p.s. 460v ratings, ^'our of these elements gave
34.4 mf of capacitance. Three of the cylindrical air-cored
inductors rated at 35 mh each- were used to give about 100 rah
of inductance. On the far right may be seen the General Ra-
dio Wave Analyzer GR 736-A Serial 1492 used to determine the
purity of sine wave currents and voltages.
Figure 60 is a closer view of the central components of
Fif^ure 59. In it may be seen the two D.C. power packes used
to furnish power to the Boeing D.C. amplifier used in the In-
tegrator (just to the left of the lower CRO). Behind the power
packs to the left is one of the VTVM's used to determine RMS




























LAYOUT FOR DYNAMIC MEASUREMENTS
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Amplifier (the device showing all the tubes) is the DuiMont
Voltage Calibrator Type 264-B, Serial 3350, used to calibrate
the CRO's as described in Appendix D. The bottom DuMont type
304-H CRO shown was used only for its D.C. vertical-axis ampli-
fier. The input to this amplifier was from a .500 ohm nichrome
wire resistance mounted under the table; the high currents
passing through this resistance caused it to get dangerously
hot. The output from this amplifier waa connected at the rear
of the CRO to the horizontal-axis plates of the top CRO. The
top CRO, Serial 7^60, was used extensively in the taking of
data for the dynamic testing portion of this thesis. The
camera seen attached to the top CRO is the 35mm camera dis-
cussed in Appendix E. Exciting current control was accom-
plished by use of the Variac seen at the right of the picture.
The Weston Model 433 5/20/50 A.C. ammeter seen was used to
insure that too high currents were not used.
The various circuits used are shown in Figures 61, 62,
63 and 64. The galvanometer circuit, the use of which is
comprehensively discussed in Appendix B, is shown in Figure 61.
All connections are copper-tc-copper except for the connections
to the terminals of the galvanometer itself. No thermal or
contact emf*s could be detected, however, in this circuit.
Note that the calibration circuit was connected for use by
throwing the selector switch, S3.















































































D.C. exciting windings and for accomplishing the control des-
cribed in Appendix B. The D.C. current source was a Western
Electric 6.75 KW D.C. generator, Type M5 , Serial 3^40^9,
rated for 255 ampere at 1200 RPM.
As can be seen in Figure 63 the A.C. exciting current was
supplied through two Variacs. The distortion introduced by
these Variacs was negligible, as was determined by a thorough
test conducted with the Wave Analyzer. Even at low currents
at 300 c.p.s. no appreciable distortion which could be attri-
buted to this use of the Variacs could be detected. Although
three ammeters are shown in the A.C. circuit, these were not
used for primary measurement of applied A.C. current. Since
the maximum alternating magnetizing force and the wave shape
were the items of interest in this experiment, the ,100 ohm
resistor, the Voltage Calibrator, and the CRO served as the
primary means of measuring and observing this current.
The 60 c.p.s. hysteresis loops obtained were taken by
means of the circuit shown in Figure 64. Another way of ob-
taining a "hysteresis loop" was to integrate the very peaked
voltage appearing when a sine wave exciting current was used
to excite the primary of the specimen. This integrated volt-
age was shown together with this sine wave current. Figure 74
of Appendix E shows the result, and according to Lord(ll)
this cannot be the true hysteresis loop for reasons he gives.
The circuit to obtain these figures, less the integrator, is
similar to that shown in Figure 49. The value of "R" used in




\Analog Ccmputer amplifier, while the feed-back capacitor
used was .00263 microfarad in value.
Not s-;own in these figures for the reasons that results
obtained were unsatisfactory and of no added value to this
thesis is the Pulse Generator built by these investigators
according to a wiring diagram given in Siskind(13). This
Pulse Generator works very well, but due to other difficulties
and to lack of time to correct them was never used in this
work. The original intent was to apply the output of this
Pulse Generator to the Z-axis of the CRO. This would serve
to make a spot on the trace of the Lissajous figure. By
calibrating or by other means the horizontal position of
this spot could be made to give ouite accurate readings on
the X-axis of the CRO. The position of the spot was moved
by means of a phase shift 'ng synchro which fed into the in-
put of the Pulse Generator.
Discussed in Appendix D is an Integrator built by these
investigators according to a wiring diagram presented also
by Siskind. This figure is not presented here, either,
since results obtained using this integrator were disap-
pointing and since a rr.uch better integrator; namely, the





CATHODE RAY OSCILLOGRAPHS (CRO)
Three types of CRO's were used during this investiga-
tion: the DUMONT TYPE 304H, the TEKTRONIX TYPE 512, and
the TEKTRONIX TYPE 511 AD.
Some various uses to which these CRO's were put are
listed below:
1. Present Lissajous fip;ures of hysteresis loops,
differential permeability plots, and difference
voltage plots.
2. Determine peak values of currents and voltages.
3. Observe A.G. voltage appearing in galvanometer
circuits.
4. Record pulse shape in galvanometer circuit.
5. As J.C. amplifiers.
6. To aid in selecting matched specimens.
7. To determine distortion limits of wave forms,
visible deviation from a sine wave being taken as
2% distortion.
S. Calibrate phase shift dials on Harmonic Generator.
Sxcept for items 1 and 5 these uses are mentioned else*
where in some detail.
Hoping to avoid the phase distortion effects discussed
by LORD(ll) these experimenters, with the technical assis-
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tance of Harmony MINOR, arranged for the X amplifier and
the Y amplifier {MMF and Flux Density scales respectively)
to be the same type amplifier, namely, the vertical ampli-
fier of the DMONT 304H CRO. All other innuts of the cathode
ray tube were disconnected and these amplifiers connected
to the vertical and horizontal deflection plates.
Due to lack of time no effort ws made to determine
the phase shift characteristics of these amplifiers nor
their frequency response characteristics. It was thought
that to a first approximation these effects would be
negligible.
Another effect which should be considered is the fact
that the vertical and horizontal deflection plates are at
different positions along the cathode ray tube. The rela-
tive cosition of these plates may or may not have some ef-
fect on the distortion of the Lissajous figure. The TEK-
TRONIX CRO*s proved unsatisfactory for taking dynamic hys-
teresis loops because the grid presentation waa unstable
and because the horizontal volts/cm amplification was not
adeouate. However, a better CRO than the available DUMONT






This appendix is devoted to the presentation of the
meager results obtained by these experimenters in the at-
tempt to extend this study to a consideration of what happens
when a higher frequency is superposed on the A.C. hysteresis
loop. It was hoped that this problem could be attacked from
the standpoint of the effect on the differential permeability
curve (as approximated by Figure 73) on superposing an alter-
nating magnetizing force. It was decided that specimens much
more carefully matched than were the ones available to these
investigators would have to be obtained and that much greater
refinements to the metliod of obtaining a Lissajous figure of
the differential permeability loop than presented by Siskind(13)
would have to be developed. Although this was perhaps the
more interesting part of the thesis, lack of time to accom-
plish the necessary refinements forced the omission of this
portion.
Figure 65 is simply a photograph of a series of Lissa-
jous figures which approximate successive hysteresis loops
taken at 60 c.p.s. It is included only for the purpose of
showing what can be done using the DuMont CRO and CRO Record
Camera in this connection. Notice that apparently the succes-
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The succeeding Figures, 66 chrough 70, tell a story the
background of which may be found in vSiskind{13) and Lord(ll).
When a sine wave Yoltage is applied to the primary of Soeci-
men E, the resultant current is that shown in Figure 66, How-
ever, when this current is filtered through a series-resonant
circuit, resonant at 60 c.p.s. in this case, the current is
that shown in Figure 67. The slight harmonic seen in this
wave was determined to be primarily a third of about ? " value,
This is contrary to what was expected from a consideration of
Siskind(13). The voltage associated with t is current is
that shown by Figure 68, This same voltage, reduced in mag-
nitude, appeared in the secondt<ry. Integration of this volt-
age gives the flux wave shown in' Figures 69 and 70. The dif-
ference between these waves is that they were taken using
two different CRO*s. Figure 70, was taken using a DuJ^^ont
CRO, while Figure 69 was taken using a Tektronix CRO.
V/hen the highly peaked output voltage shown in Figure 68
is plotted on the CRO ap,ainst the sine wave current of Fig-
ure 67, >^he resulting Lissajous figure resulting is similar
to w'lat Siskind (13) refers to as a differential permeability
curve (see Figure 73 )• That this is not the ca e here can
be appreciated by a reference to Siskind* s derivation of the
differential permeability curve. The at plied current must be
a sine wave of such a magnitude that the iron is fully satura-
ted within a few degrees of the zero crossing of the sxif of





Plotting the flux wfcxt of Figurf 69 against the sine
wave current of Figurf 67 -;ives what appears to be the hys-
teresis loop (at 60 c.i .s.) of this specimen, Figure 74. But
Figure 75 shows another Lissa.ious figure of the sanie speci-
men, and this apparent hysteresis loop is different from that
of Figure 74. The presentation of Figure 75 was obtained by
applying a sine ware voltage to the specimen, integrating
the sine wave voltage output (60 c.p.3.), and plotting this
against t' normal magnetizing current similar to that of
Figurf 66. According to Lord(ll) the Lissajous figure of
Figure 74 is the one in error. This may be due to the eddy
current effects of the higher harmonics of flux operating in
the core when the sine wave current is useffl. A further study
of Lord(ll) indicates that not even Figure 75 is the true hys-
teresis loop of the specimen, since these experimenters did
not take the pains indicated by Lord that are necessary to
insure a true hysteresis loop.
The following sections deal with the theory of electronic
integration, the use of an amplifier constructed by these in-
vestigators, and means of calibrating a DuMont Type 304-H CRO




It is assumed that since the input to the amplifier is
a vacuum tube no current will flow at Eg.
It is also assumed that a phase inversion occurs in














- e^ ^r L jzrc
Substituting for eg












In the usual form this equation is
l^^ + TT?
For large values of G (values of about 2000 were actually
used): ^
which is the equation for pure integration.
However Lord(ll) observes that the amplifier must not
be permitted to introduce phase shift into the circuit,
otherwise the Lissajous figure to represent, say, a dynamic




The integrator is described by Siskind(13) as a Miller
effect integrator. It uses !:wo pentodes, both 7G7, although
6AH6, 7V7, 7H7, 7C7 and many other sharp-cut-off pentodes
could be used. One criterion in the application is high
gain. The 7G7 has an approximate plate resistance of 0,^
Megohn and a gm of 45QO micromhos, giving a product of 3 600 .
The amplifier is a "starved pentode" feeding a cathode
follower. The pentode is "starved" by working it into a very
high plate load, 11^ megohms. This perraits^^ealization
of the high gain feature of the pentode as a class Al ampli-
fier. The output of this stage feeds into the second stage
which is connected as a cathode follower. Although this
reduces the overall gain such an arrangement is necessary
to enable one to handle the RC feedback^loop for various
values of C and R without overloi^ding the amplifier. Also,
with this arrangement oscillation difficulties are con-
siderably reduced. The effect is hin;h gain v;ith one phase
inversion.
The gain of this amrlifier was measured with no feed-
back and a 60 c.p.s. inrut signal. For an input signal of
10 nillivolts the output was 26 volts givinr; a gain of 2600,
Increasing the input signal resulted in saturation with a
maximum output voltage of 36 volts.
Values of R and C v.ere determined by three criteria:
1. No attenuation for 60 c.p.s., hence
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2. ^rrid voltage is to be less than 10 nillivolts.
Since
_. ^ ^ ^ K,
K- .
Tnis indicate > a large value of R for a moderate value
of ^ and a small value of i. i.ence a 1,25 megohm (vari-
able) resister.ce was used.
3. Very little load may be drawn from the sec .^ndary
winding on the torcid. This also indicates a high value
for the input R.
For convenience a C of about .003 microfar'^ds was used
and R was adjusted until, with a pure sine wave voltage in-
put of 10 volts peak to peak, no attenuation and no dis-
tortion was detectable with the CRO. Grid voltage was
measured with a VTVM and found to be 5 millivolts RMS, or
for a sine wave, 14 millivolts p'iC.k-to-peak . This means a
gain at 60 c.p.s. of more than 700.
Fidelity of integration was determined by the use of
the Square Wave Generator and a Dur^ont -electronic Switch,
\ihex\ the sauare wave was fed into the integrator, a triangu-
lar wave was t).e integrated output. As nearly as c uld be
determined by use of the electronic switch this integration
was true and complete.
Later developments and a reference to Lord(ll) con-
vinced these experimenters that this simple integrator was
1C5 -

insufficient for our purposes. An unexplained loop ap-
peared in the saturated ends of the hysteresis loops. Upon
a suggestion from Dr. Allen E, VIVELL the possibility of
phase shift distortion was considered. To check this idea
a three phase synchro phase shifter was used to replace
the sine wave H voltage. The magnitude of this voltage
was matched with the ' magnitude of the actual Ctj voltage
by means of a slide wipe rheostat. ViHien the phase of this
€^ voltage was shifted it became readily apparent that
the loop effect was actua?Ay due to phase shift in the sys-
tem. Since the integrator discussed herein was an RC
coupled device it immediately became suspect.
A study of Lord{ll) convinced the experimenters that
sub-harmonic phase distortion was also an important effect.
Inasmuch as the integrator discussed herein is not a D.C.
amplifier, hence would not amplify subharmonics with the
desired fidelity, it was decided to abandon this device
in favor of a BOEING D.C. AMPLIFIER taken :>om the BOEING
ANALOG COMPUTER MODEL 656^.
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Cclibration of CRO for Hysteresis Measurements
^ .^
a j^-—^—- ^ X -^^
If 260 turns (primary winding)
.369 meters (mean magnetic path)
0,500 ohms (resistance in series with primary
winding)
.
Using the Dumont Voltage Calibrator Tvpe 264 B Serial
3175 to set values of k the results in Figure 71 are ob-
tained
scale
H units k selector dial
lUOd arr.p-turns ,071 D,C, 10 45i
rr.eter
17.?0d oersteds .O565 D,C, 10 53
2d amp-turns .0$60 D.C, 10 55
in
Figure 71: H Calibration of CRO
1C7

For flux densitj' calibration
e, = - A/ ^ ^
But the integrator gives
^^^ R C / "'
with only cfne specimen
Hence
Defining
B = —^—- £




K— 1 megohm (input resistance to amplifier)
C =i .00263 microfarads (feedback capacitance for integrator)
/^,v,^=^ '^H X IQ-^ so. meters (area of section of specimen)
/S/j^^ ~ 2*^ turns (on secondary of specimen)
Then /) ujelc^s
Using the Dumont Voltage Calibrator Type 264^5 Serial
3175 to set values of k the results in Figure 72 obtained








.0696 D.C. 10 90
d kilogauss
.0696 D.C. 10 90
100 d kilolines
in
0.1077 D.C. 10 54i
Figure 72. B calibration of CRO
1C9

* •* en /v^/ /e/>-y(^^^^
Ci^>^^-^ dToficf /)
f
J,se S^^' K"^ b)
C'a^' ;3/-<S'7^ c3->-.














USE OF 35mra C/iMERA
Description:
(See manufacturer's instruction pamphlet{7) for DUMONT
OSCILLOGRAPHIC RECORD CAMERA Type 296, Serial 6x9^.)
Film:
35nim Linagraph Ortho film was used throughout and more
is available from Photography Shop. This film is loaded by
operator in a darkroom, either in a cartridge ::rovided or
directly into camera. Care must be taken to wind sdooI so
that the short projection engages rev/ind spindle, otherwise,
the back of the camera cannot be replaced. After loading
wind off three exposures if cartridge is used. This insures
that fogged film, if any, will not be used for recording data.
Use with Dumont CRO Type 304 H: Serial 753^
1. Set trace intensity for sharpest focus. This is
about half the maximum intensity.
2. Camera settings f/2.^ at 1/25 and f/5.6 at l/lO
were used with satisfactory results to record a 60 c.p.s.
signal. For signals which retrace less freouently more time
should be allowed.
3. To obtain a superimposed grid, turn Y-amplifier to
off, set X-amplifier for a two-inch trace, turn intensity to
maximum and move trace off the scope so that the reflected
glow of trace is about centered on the scope. Leaving camera
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in place with same settings as for signal, snap the shutter
ten to fifteen times.
4. Wind to next exposure.
Use with Tc:KTRONIX CRO Type 512: Serial 3304
This long-persistence scope was used for single-trace
triggered impulse (transients).
1. Mount camera barrel locking ring so that the slot
on the ring (for tightening) does not coincide with slot in-
conveniently provided at top of scope mounting ring. Other-
wise a clouded exposure will reult.
2. Set intensity for optimum focus. This occurs at
about two-thirds the maximum intensity.
3. Set f/2.8 with time on BULB and apply the transient,
4. To obtain grid turn GRID ILLUD'IINATTON to maximurr,
then back off i turn to prevent blanking the transient trace.
Turn trace intensity to minimum. Expose (at f/5.6 on BULB)
for about two seconds.
5. V.'ith this scope and camera the grid and transient
can be recorded simultaneously
,
provided TRACE STABILITY and
TRIGGER AMPLITUDE are carefully adjusted so that an unwanted
retrace does not occur during the time (about two seconds)
allowed for the grid to make an impression on the film.
6. Wind to next exposure.
Use with TEKTRONIX CRO Type 511AD: Serial 3312
1. Take care that a light leak does not occur through
Ilia

tightening slot 'on locking ring and the slot at top of
mounting ring of this scope.
2. Set GRID ILLUMINATION to maximum and back off h turn.
3. Adjust intensity for optimum focus. Set focus dials.
4. Set camera at f/5.6 at l/lO and mount on barrel.
5. Snap shutter to obtain trace.
6. Turn trace intensity to minimum and snap shutter
four more times to obtain grid.
7. Wind to next exposure.
Use with Data Monitor:
1. Record data on monitor using ordinary black lead
pencil.
2. Remove camera and barrel from locking ring, place
over data and snap. Use same camera settings as for scope;
that is, f/5.6 at l/lO.
3. V;ind to next exposure.
4. It is possible to superimpose data on trace with
fairly good results. However more experience is reauired to
insure consistently good results using this technique.
Developing Film:
1. Carefully rinse developing tank, thermometer, measur-
ing flask and beakers to remove all traces of hypo from eouip-
ment that will hold developing solution.
2. Prepare half-strength developing solution by using
twelve ounces DEKAL 12 solution and twelve ounces of cold
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Iwater. Insert thermometer and set aside in beaker.
3. Pour twentyfour ounces of hypo fixer.
4. Clear a working place and lay out spool, tank, and
top of developing tank in preparation for loading tank in the
dark. If inexperienced in winding on developing tank spool,
practice using on old roll of 3 5mm film until you can do it
with your eyes shut.
5. Turn out all lights, open camera, wind film on spool
put spool in tank, and put top on tank, closing it securely.
Lights may now be turned on.
6. Check temperatures of developing solution and set
timer for five minutes for 6^*-^ F. or six and one half for
6Q0 F .
7. Pour in developer and start timer. Every minute agi-
tate solution by spinning the spool with shaft provided.
^. At end of developing time pour out developer. Rinse
the film by fillLng and emptying tank once v/ith cold water.
9. Inrrediately pour in fixer (hypo) and fix for 12 to
15 minutes. Agitate every minute or so.
IC. At end of fixing time pour out fixer and commence
rinsing by r.-nning cold water into tank. Rinse for 15 to 20
minutes. After about 1 minute of rinsing the top may be re-
moved from tank and the film inspected.




12. During rinsing time film cartridge and camera may
be reloaded. This must be done in complete darkness since
LINAGRAPH ORTHO is very sensitive film.
13. After rinsing hang film up in warm freely venti-
lated location, being careful that emulsified side will not
be scratched. A soft blotter can be used to wipe off ex-
cess water. Film will dry in two to four hours.
Making Prints:
1. Rinse trays, measuring flasks, beakers, handling
tongs, and stirrers to avoid polluting developer with fixer.
2. Prepare one-third strength developing solution us-
ing 8 ounces DEKAL 12 solution and 16 ozs. cold water. Pour
into one-quart developing tray.
3. Fill second developing tray with cold fresh water.
4. Fill third developing tray with hypo fixer.
5. Prepare enlarger by setting desired print size
(usually 3x4 inch exposed area on 4 x 5 paper with ^ inch
border is very satisfactory). Set frame (usually ^ inch).
Cut photographic paper to size (S x 10 inch sheet cut into
quarters). For enlarging, F3 paper is satisfactory for
these exposures.
6. Exposure time and enlarger aperture settings for
F3 paper and two feet away will be about f/ll at 10 seconds.
These vary with the enlarger, but in any event should be ad-
justed so that developing time is 1 to 1^ minutes . Adjust
114

by using small test sheets, perhaps 1x4, cut from one riece
of paper.
7. Develop paper 1 to 1^ minutes, rinse in water, and
fix for 10 to 20 minutes.
B. Wash prints for 15 to 20 minutes in running water.
9. Dip prints in anti-curl solution, if available, lay-
face down on glossing sheet, roll water out using absorbent
roller and put in warm t lace to dry. V/hen prints dry off
the sheet, they are done.






The original laboratory data sheets for- the experimental
tests conducted in conjunction with this thesis are included
























Max. DC Max. AC Freouency
magnetizing magnetizing of AC magne-




















































































1 Calibration of galvanometer.
2 Determination of period of galvanometer.
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